Catastrophic failure of a low profile metal-backed glenoid component after total shoulder arthroplasty

Carley B. Vuillermin¹, Mark E. Trump², Shane A. Barwood¹,³, Gregory A. Hoy¹,³

ABSTRACT

Context: The longevity of the glenoid component in total shoulder arthroplasty (TSA) continues to be problematic. All polyethylene glenoid components have been most widely used, but loosening rates with time and the need for revision have resulted in high-profile metal-backed components with the potential for a more stable prosthesis bone interface and liner exchange. High revision rates in the high profile metal backed designs led us to evaluate a low profile metal backed component.

Aims: To examine the rate and mode of failure of a TSA in a single surgeon consecutive series that has been identified by the Australian National Joint Replacement Registry to have a higher than anticipated rate of revision.

Materials and Methods: This is a single surgeon retrospective consecutive series of 51 arthroplasties undertaken in 50 patients (18 males and 32 females) with an average age of 70.4 ears (range 51-90) and mean follow-up of 5.5 years (range 3.7-8.1).

Results: We observed a very high (29%) rate of revision of the metal-backed glenoid components in this series. The primary mode of failure was glenoid baseplate nonintegration which with a well-fixed central cage screw led to bone resorption and implant breakage or disassembly.

Conclusion: Analysis of the mode of failure of implants identified by robust registries is essential for the development of new prostheses and the pursuit of prosthesis longevity. This low profile metal backed prosthesis has been withdrawn, but without a published mechanism of failure. We feel that any prosthesis withdrawal should be accompanied by appropriate published mechanisms to prevent future component design errors based on similar design problems.

Key words: Glenoid component, low profile metal-backed glenoid, prosthesis design, prosthesis failure, shoulder arthroplasty

INTRODUCTION

Total shoulder arthroplasty (TSA) has been shown to provide patients with pain relief and improved function. Problems include long-term survivorship of the prosthesis and the need for revision. Glenoid component loosening or nonintegration is a common primary cause of both loss of function and the need for revision.¹,²

The most widely used fixation method is the all polyethylene cemented component using either a keeled component or a pegged base.³-⁶ The incidence of postimplantation radiolucent lines varies from 10% to 85%⁷,⁸,⁹ Loosening and in particular, progressive lucencies have been associated with higher clinical failure rates and the need for revision.⁸

Several previous metal-backed prostheses have been introduced without achieving the success of cemented...
components, although there are also limited examples of metal backed prostheses with better medium term survivorship, this has not been widely achieved. Metal backed glenoid components are designed to facilitate biological on or in-growth to the surface leading to a more stable prosthesis to bone interface over the long term. Modular metal-backed components offer the advantage of allowing liner exchange with polyethylene wear. Modularity however potentially increases the thickness of the components and also introduces more points of failure.

A modular metal-backed glenoid component TSA (Arthrex, Naples, FL, USA) represented a third generation shoulder prosthesis and offered several design features with the potential to lead to a decrease in the complications and an improved overall outcome for patients. A thin titanium base plate minimized the total thickness of the component. A large central nonlocking cage screw provided primary stability, with the backside of the base plate for bone on-growth and secondary stability. A modular polyethylene liner could be exchanged without revision of the entire component. The early results reported by the design team were favorable with 300 prostheses implanted, including 197 patients with >12 months follow-up of which 115 were TSA. Two of the TSA patients were reported to require revision, one for polyethylene inlay displacement, and one for subscapularis failure.

We are unaware of any nondesign team associated previous study reporting the outcome of this prosthesis. The Australian National Joint Replacement Registry (NJRR) reported a high rate of revision for this prosthesis. A retrospective consecutive series cohort study was undertaken. This study was aimed to determine the rate of revision as well as examine the potential modes of failure for this low profile metal backed implant compared to standard high profile metal backed glenoids when performed by a nondesign but fellowship trained surgeon.

MATERIALS AND METHODS

Institutional Review Board approval was granted for this study. A consecutive series of anatomic total shoulder replacements (TSRs) performed by a single surgeon were studied between March 2004 and October 2008. The total arthroplasty load during this period in this practice was 185, including 27 revision replacements. All patients presenting for anatomic TSA during the study period were considered for this implant, exclusions were for reverse arthroplasty candidates, type B2 glenoids, severe osteoporosis, or inadequate bone stock assessed on plain radiographs or computed tomography. Patients who were primarily deemed to be more suited to a cemented component were excluded from consideration of use of the metal-backed glenoid and this prosthesis. Patients were included in the study on an intention to treat basis, as all patients had been selected as potentially suitable for a metal back component.

Surgical technique

A deltopectoral approach was used for all replacement operations.

The glenoid implant was produced from titanium with a sintered surface for bone apposition, with a nonlocking central cage screw similar to that used in a short-stemmed humeral component from the same manufacturer. The glenoid insert was UHMWPE and was impacted into the glenoid metal back “tray” using a purpose built impactor. The humeral component was also sintered with variable geometry axis and angulation of the humeral head component.

The senior author was trained in the surgical technique by the design team, as previously published. Components were implanted according to this technique, using standard instrumentation and jiggling provided by the manufacturer. A unique feature of this system was an oscillating reamer used for the preparation of the glenoid surface prior to implantation, used to ream to the subchondral bone plate but not correcting significant glenoid version defects.

A cemented polyethylene component was available if bone quality was not felt to be suitable for metal backed implantation including massive cysts or osteoporosis. An uncemented universal three-dimensional humeral stem with a “variable trunnion to optimize neck-shaft angle and proximal humeral match with minimization of cuff impingement” was used in all patients. No significant rotator cuff tears were noted or repaired.

Patients followed the senior author’s standard postoperative protocol. Range of movement restoration over the initial 8-week period, followed by strengthening.

Chart review was performed detailing information on the implants used and intraoperative findings.

Patient demographics and follow-up

All patients were followed up with either routine annual clinic review, but any that failed to attend were contacted for telephone review.

Fifty-one replacements were performed in 50 patients (18 males and 32 females). A single patient had bilateral staged replacements. Patients at the time of review were an average of 65.5 months postindex surgery (range 44-97 months). Average age at the time of surgery was 70.4 years (range 51-90). Four patients were deceased by the time of final follow-up. Fifteen patients were contacted by telephone as it had been 2 years or more since their last office review. Fourteen of these patients were deceased by the time of final follow-up. Fifteen patients were contacted by telephone as it had been 2 years or more since their last office review. Fourteen of these patients were deceased by the time of final follow-up. The primary outcome assessed was any revision surgery to the replaced shoulder. Revision was offered on clinical grounds alone, being either symptomatic loosening or prosthesis failure.
Vuillermin, et al.: Failure of a low profile metal-backed glenoid

Statistical analysis
Statistical analysis was performed using a professional consultant. The association between individual variables was investigated using binomial generalized linear models. Kaplan-Meir survival analyses were undertaken with months at risk of revision as the time variable and censoring of patients who died. Statistical analyses were undertaken in SPSS 20 (IBM, USA) and Stata 12 (Statacorp, TX, USA). A \( P = 0.05 \) was determined to be a statistically significant result.

RESULTS
All surviving patients were located for follow-up. All patients had a primary diagnosis of osteoarthritis.

Forty-eight replacements were as primary procedures, and three were revisions from a humeral resurfacing component (Biomet, Warsaw, IN, USA) to a stemmed TSR. Thirty-one right and 20 left replacements were performed. The glenoid component implantation was the primary glenoid procedure in all cases.

Primary surgery
All patients had an uncemented humeral stem. Forty-five patients had a metal-backed glenoid component [Figure 1]. Four patients had a keeled glenoid component due to concerns regarding bone quality, and two had no glenoid implanted. Three of the four keeled glenoid components were implanted in the final six patients of the series as concerns regarding the secondary stability of the glenoid component surfaced.

During surgery, all patients had the excellent primary stability of the metal-backed glenoid component. The large central cage screw was nonlocking, so that it gained excellent compression of the baseplate onto the reamed glenoid surface, but had no method to maintain compression with any later bony resorption.

Complications and revisions
None of the patients who had an all polyethylene glenoid component or hemiarthroplasty component implanted underwent revision surgery.

Seventeen of the 45 patients with metal-backed glenoid components required revision surgery. Thirteen of these were for complications associated with loosening of the glenoid component with a revision rate of 29%. All of the patients who had previously had a humeral resurfacing component prior to TSR required revision of their metal-backed glenoid component. There did not appear to be an association with a learning curve as there were 10 revisions in the first 23 glenoids implanted and seven revisions in the subsequent 22.

Three revisions were for soft-tissue complications with one subscapularis tear and two supraspinatus tears. One of these patients also had polyethylene delamination with a well-fixed glenoid base plate, necessitating a liner exchange at revision. A single patient had a peri-prosthetic humeral shaft fracture distal to the stem without compromise of the prosthesis and underwent open reduction and internal fixation.

There were no revisions for humeral component loosening. One of the revised patients had a subsequent fracture of the humeral stem trunnion, which was not exchanged at the initial revision, and this would no longer be standard practice.

The survival curve to revision is shown in Figure 2. The overall rate of revision was 9.38 revisions per 100 component years at risk (95% confidence interval, 5.65-14.71). There was no significant association with age, gender, or glenoid size and the rate of revision [Figure 3], although there were relatively low numbers of patients in each cohort.

Figure 1: Anterior-posterior postoperative radiograph of universal total shoulder replacements with a metal-backed glenoid component

Figure 2: Survival curve for initial prosthesis
Metal backed revisions
There were 13 revisions for complications associated with the metal-backed glenoid component. Early signs of loosening of the glenoid with resorption of the glenoid bone behind the baseplate were seen on serial radiographs [Figure 4].

The mode of failure of each of the revisions was examined [Table 1]. All were ultimately attributed to a failure to achieve secondary stability of the base plate [Figure 5].

There were no problems with stability noted at the time of implantation. Polyethylene dislocation was more common in early (<2 years) and screw fracture later; however, all modes occurred at varied time intervals. In each of the three cases of prosthetic fracture, it was the cage screw that fractured. The intraoperative findings were that the deep portion of the cage screw was well-fixed to the glenoid and required manual extraction techniques to remove it. The superficial portion of the cage screw (exposed by the recession of the glenoid beneath the base plate) was sheared off [Figure 6].

The base plate was loose without evidence of bony on-growth in all cases [Figure 7]. Metallosis was noted in three cases.

The majority of patients were revised to a cemented keeled glenoid component with or without bone graft. Three patients had the cage screw tightened at their initial revision surgery. This restored stability intra operatively however all went on to have ongoing base plate instability with two revised, and the other symptomatically requiring revision but unable to take the necessary time for recovery. One patient at the time of revision had insufficient bone stock for immediate re-implantation; they had grafting to their glenoid and have not come to require glenoid component

![Figure 3: Glenoid component survival according to size of implanted component](image1)

![Figure 4: Axillary lateral radiograph demonstrating a loose glenoid baseplate (proven at revision surgery)](image2)

Table 1: Glenoid revisions by date of revision surgery

<table>
<thead>
<tr>
<th>Patient</th>
<th>Age/sex</th>
<th>Side</th>
<th>Primary/revision</th>
<th>Time to revision (months)</th>
<th>Mode of failure</th>
<th>Revision performed</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>51 male</td>
<td>Right</td>
<td>Primary</td>
<td>17</td>
<td>Glenoid dissociation</td>
<td>Screw advanced and polyethylene exchanged*</td>
</tr>
<tr>
<td>2</td>
<td>57 male</td>
<td>Right</td>
<td>Primary</td>
<td>18</td>
<td>Glenoid dissociation</td>
<td>Screw advanced, polyethylene exchanged and down sized#</td>
</tr>
<tr>
<td>3</td>
<td>69 female</td>
<td>Left</td>
<td>Primary</td>
<td>3</td>
<td>Glenoid dissociation</td>
<td>Screw advanced and polyethylene exchanged*</td>
</tr>
<tr>
<td>4</td>
<td>66 male</td>
<td>Left</td>
<td>Primary</td>
<td>22</td>
<td>Painful loose baseplate</td>
<td>Cemented keeled glenoid^</td>
</tr>
<tr>
<td>5</td>
<td>57 male</td>
<td>Right</td>
<td>Revision</td>
<td>7</td>
<td>Screw fracture</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>6</td>
<td>74 female</td>
<td>Left</td>
<td>Primary</td>
<td>16</td>
<td>Painful loose baseplate</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>7</td>
<td>60 female</td>
<td>Right</td>
<td>Primary</td>
<td>12</td>
<td>Painful loose baseplate</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>8</td>
<td>77 female</td>
<td>Left</td>
<td>Primary</td>
<td>35</td>
<td>Glenoid dissociation</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>9</td>
<td>55 female</td>
<td>Left</td>
<td>Primary</td>
<td>36</td>
<td>Screw fracture</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>10</td>
<td>60 female</td>
<td>Right</td>
<td>Revision</td>
<td>41</td>
<td>Painful loose baseplate</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>11</td>
<td>76 female</td>
<td>Right</td>
<td>Revision</td>
<td>54</td>
<td>Screw fracture</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>12</td>
<td>74 female</td>
<td>Left</td>
<td>Primary</td>
<td>23</td>
<td>Painful loose baseplate</td>
<td>Cemented keeled glenoid</td>
</tr>
<tr>
<td>13</td>
<td>74 female</td>
<td>Right</td>
<td>Revision</td>
<td>46</td>
<td>Painful loose baseplate</td>
<td>No glenoid implant, insufficient bone stock</td>
</tr>
</tbody>
</table>

*Symptomatic loose component patient declining revision; #Subsequent major re-revision to cemented keeled glenoid component; ^Coagulase negative staphylococcus on intraoperative specimens, re-revision CTA head; ^Subsequent re-revision to reverse TSR with structural allograft; ^Fall with humeral trunnion fracture, re-revision; TSR = Total shoulder replacements; CTA = Cuff tear arthropathy
re-implantation. One patient has subsequently been revised a 2nd time to a reverse prosthesis.

**DISCUSSION**

This single surgeon consecutive series of TSA demonstrates an unsatisfactorily high rate of revision, primarily due to the failure of the uncemented metal-backed glenoid component. Not all arthroplasties failed due to the glenoid component loosening, however, the soft-tissue complications and single peri-prosthetic fracture are within the observed rates of failure of other arthroplasty designs. [19]

The revisions occurred in the early to medium term. The observed mechanisms of failure were of three types:

1. The polyethylene disengaged from the base plate due to relative prominence of the cage screw head as the loose backing plate receded with the resorption of the bony glenoid.
2. The central exposed portion of the cage screw fractured with shear forces at the resorbed glenoid level, or
3. The loose baseplate generated pain due to interface motion.

All of these failure modes can be related back to the lack of on-growth to the glenoid baseplate. The central cage screw provided excellent purchase into the glenoid neck bone and via an interference fit compressed the base plate onto the prepared glenoid surface at the time of implantation.

However, the baseplate design did not include a locking mechanism of this screw to the baseplate to prevent recession of the baseplate off the fixed screw in the event of slow bone incorporation. Subsequent subsidence of the glenoid backing bone occurred with excessive motion. [1] The polyethylene then disengaged off the base plate or the base plate wedged against the screw producing screw fracture. In order for long-term prosthetic stability, bone on-growth was required to the thin rim of the metal baseplate without the benefit of previously proven bone-metal caption modes, such as hydroxyappetite coatings, porous metal surfaces or trabecular metal.

Several of these modes of modular glenoid failure have previously been described, including polyethylene disengagement [19,20-22] (but not due to the same mechanism as here), component
fracture\cite{5,13,22,24} and failure to gain secondary stability.\cite{5} A key feature of this prosthesis was the central cage screw, which we found to be rigidly attached to the bone, and we postulate that it should be retained in any revision of the prosthesis design.

We hypothesize that when combined axial loads and concurrent distraction loads with motion occurred, toggling of the baseplate increased subsidence of the glenoid bone. This could result in pain from interface motion, the screw head disengaging the polyethylene liner by its secondary prominence protruding off the base plate, or stress fracture of the screw head junction from repetitive motion. The screw relied on a compression fit with the glenoid baseplate, if a locking mechanism had been provided then potentially the design may have achieved better stability in the postoperative period and potentially long-term survival. Due to insufficient power, we were unable to determine if there were specific prosthesis components that were contributing to the very high level of observed failure or if, as we suspect, it was a fundamental design factor.

The Australian NJRR identified the implant as having a higher than anticipated rate of revision from 2010.\cite{6} Subsequently, the manufacturer withdrew this implant from the Australian market in 2011 and has now been at least partially withdrawn worldwide and is no longer available for implantation in its current design. Interestingly, the humeral cage screw design of a short stem humeral prosthesis has not suffered from the same degree of failure. It is possible that the broader surface area of the humeral base plate may allow adequate metal to bone on-growth (as opposed to in-growth) to prevent failure at that level, but the different biomechanics of the axial and tension loads between humeral neck and glenoid may also explain this difference.

This paper highlights the role of registries in identifying prosthesis that have higher than anticipated rates of revision. However, the Australian registry is unable to examine clinical factors leading to failure, and may show a lag period to the publication of higher revision numbers from recognition in clinical practice.

The primary weakness of this study is that it is a single surgeon series, and this leaves the results open to criticism of factors associated with technique leading to failure. However, it reflects the experience of others as identified by the Australian NJRR.\cite{6} The NJRR has a robust three stage review process that identifies prostheses with a higher than anticipated risk of revision. This prosthesis was identified in consecutive years that identifies prostheses with a higher than anticipated risk to the NJRR.\cite{6}

There is much to be learned from this experience. It is imperative that we examine the mode of failure once a prosthesis is identified by a registry as having a higher than anticipated rate of revision in order to avoid future replication of errors.

Modes of failure in other metal backed glenoids include excessive wear,\cite{6} dissociation with a well-fixed baseplate,\cite{6} peri-prosthetic lucency from pegs (both with and without cement) leading to loosening,\cite{5,6} and uneven wear.\cite{6}

Modular glenoid components have the theoretical advantage of achieving a stable bone prosthesis interface but are yet to reliably reach this level of functionality in clinical practice as their all polyethylene counterparts.

REFERENCES

14. Clement ND, Duckworth AD, Colling RC, Stirrat AN. An uncemented metal-backed glenoid component in total shoulder

Source of Support: Nil. Conflicts of Interest: None declared.