Bond strength of aged lingual retainers

Sertac Aksakalli, Bayram Corekci¹, Celal Irgin¹, Bora Ozturk², Siddik Malkoc³
Department of Orthodontics, Bezmialem Vakif University, Istanbul, ¹Department of Orthodontics, Abant Izzet Baysal University, Bolu, ²Department of Restorative Dentistry, Selçuk University, Konya, ³Department of Orthodontics, İnönü University, Malatya, Turkey

ABSTRACT

Introduction: The purpose of this study was to examine the tensile bond strength (TBS) of two different lingual retainer (LR) composite systems and three LR wires after they were aged by loadcycling and thermocycling.

Materials and Methods: A 15 mm length of wire was bonded to the lingual surfaces of pairs of human incisors using two bonding techniques. Seventy-two pairs of incisors were placed into six groups, and loadcycling (50,000 times) and thermocycling (10,000 times) were performed. The failure characteristics examined included the maximum force for debonding and the site of failure. The adhesive remnant index scores were calculated. Data were compared by two-way analysis of variance and Tukey highly significant difference analysis. Results: All groups generally showed statistically significant differences in TBS score ($P < 0.05$). For each group, the highest average TBS score ($P < 0.05$) was obtained from a Transbond LR + Remalloy LR combination. The main failure type was a mixed failure. Conclusions: Retainer wire and composite combinations had significant differences. One of the best selection criteria for LRs is the determination of the bond strength needs of a case.

Key words: Orthodontics, retainer, retention

Introduction

Relapse after orthodontic therapy is an unpredictable and ubiquitous situation.¹ Littlewood et al. reported that relapse is usually seen on the lower anterior teeth.² To achieve stability and avoid relapse after treatment, orthodontists have studied different types and applications of lingual retainers (LRs).³ Most of the studies stated that the fixed retainers were the most effective method for stabilization.⁴ For the lower jaw, it has been thought that retainers bonded to six teeth are more efficient for preventing relapse.⁵

The most frequently selected retainers are stainless steel wires. Previously, LRs were produced from thick, round wires (0.030-0.032-inch), and they were bonded at the ends of the retention area. In this type of retainer, intercanine width is secured, and oral hygiene can be well-established. However, the rotation of the other unbonded teeth is evident.⁶ Thinner multistranded wires (0.0195-0.0215-inch) were then introduced and bonded to each tooth to treat the rotation problem.⁷ This retainer type also has disadvantages such as more plaque accumulation and higher failure rates and breakages.⁸ Another type of retainer was the fiber-reinforced composite (FRC). An FRC allows chemical adhesion of the retainer to the bonding agent. With FRCs, the bonding interface between two materials can be annihilated. The problems with FRCs were decreased survival rates and many retainer failures. In the end, multistranded wires are the most popular retainers.⁹

The mode of failure for retainers has been researched; the most common failure mode was a loosening connection between the wire and the composite.¹⁰ Bearn et al.¹¹ reported that the most common failure...
was in the wire-composite interface, although Lumsden et al.\cite{11} reported that the most failure was seen at the adhesive pad. Another study reported that the majority of the failures were observed in the first 6 months after placement.\cite{12}

Bonded LRs have to serve for long periods of time in the mouth. The researchers attempted to increase their success rates and durability. Loosening of the wire in bonded retainers can result from cracks in the composite, so wire and adhesive selection is very important for the best results.\cite{9} Therefore, the purpose of this study was to examine the tensile bond strength (TBS) and failure modes of two different LR composite systems (Light Bond Retainer and Transbond LR) and three LR wires (Five-stranded wire Penta-One™, Remalloy™, and Ribbond™) after they were aged by loadcycling and thermocycling in vitro.

Materials and Methods

One hundred forty-four lower human incisor teeth were collected from patients who were undergoing dental therapies and their incisor teeth were extracted from periodontal problems. Teeth with cracks, caries, and abnormalities were excluded. Soft-tissue remnants were removed with a scaler, and teeth were stored in a 0.1% thymol solution. The solution was changed weekly to avoid bacterial growth. Author, S.A., performed collection and preparation of the teeth.

Pairs of teeth were matched to make a contact area to mimic the intraoral situation. Chemically cured acrylic resin was placed into plastic molds, and the roots of the teeth were embedded in acrylic [Figure 1]. The roots were mounted so that the long axis of the teeth was perpendicular to the base of the molds. The Ethical Committee in Selcuk University has approved the study.

The lingual parts of the teeth were polished with fluoride-free pumice (Zircate Prophy Paste, Dentsply Caulk, Milford, DE, USA) using a prophylaxis brush (Hawe Prophy Cup and Brush, latch-type, Kerrhawe Sa, Bioggio, Svizzera, Switzerland) for 20 s and were then rinsed with water and air-dried. The mesiodistal dimensions of the two teeth in each specimen were measured, and the midpoint 3 mm below the incisal edges was marked as the region for bonding.

Retainer Materials and Placement

Seventy-two specimens were randomly divided into six groups (n = 12). Groups and their explanations are shown in Table 1. Light Cure Retainer (Reliance, Reliance Orthodontic Products, Itasca, IL, USA) and Transbond LR (3M Unitek, Monrovia, CA, USA) composites were used with three different wires: Five-stranded wire Penta-One™ (0.0215-inch round wire), Remalloy™ (0.032-inch plain round wire), and Ribbond™ (Ribbond Inc., Seattle, USA). All composites were used according to the manufacturers’ instructions.

Debonding Force Testing

All tests were performed in Selcuk University Dental Laboratories except stereomicroscopic evaluation. It was performed in Bezmialem University Research Center. All specimens were subjected to 10,000 thermal cycles between 55°C and 5°C using a digital thermocycling machine (Willytec/SD, Mechatronik GmbH, Munich, Germany), with a dwell time of 60 s and a transition time of 15 s [Figure 2]. For the cyclic loading procedure, in each group, the specimens were subjected to loading forces at the incisal edges of the incisors and were placed in a universal testing machine (Zwickroll, Z050, Zwick GmbH, Ulm, Germany) for mechanical cycling. The upper rod of the cycling machine could apply load pulses from 15 to 50 N at a frequency of 5 Hz. The specimens were cycled 50,000 times at a crosshead speed of 1 mm/min [Figure 3]. The specimens were used in debonding load testing. Embedded specimens were placed in a jig attached to the base plate of an Instron Testing Machine (Instron

---

Table 1: Research groups

<table>
<thead>
<tr>
<th>Group</th>
<th>Definition</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Light Cure Retainer and Penta-One</td>
</tr>
<tr>
<td>2</td>
<td>Light Cure Retainer and Remalloy</td>
</tr>
<tr>
<td>3</td>
<td>Light Cure Retainer and Ribbond</td>
</tr>
<tr>
<td>4</td>
<td>Transbond LR and Penta-One</td>
</tr>
<tr>
<td>5</td>
<td>Transbond LR and Remalloy</td>
</tr>
<tr>
<td>6</td>
<td>Transbond LR and Ribbond</td>
</tr>
</tbody>
</table>

LR: Lingual retainer
Corporation, Norwood, MA, USA). A chisel edge plunger was mounted on the crosshead of the testing machine and positioned so that the leading edge was aimed at the marked midpoint of the wire. The crosshead speed was set at 1 mm/min, and the maximum load necessary to debond the wire was recorded. TBSs were calculated.

The fracture mode was evaluated on the side where the initial bond failure occurred by using an optical stereomicroscope (SZ40, Olympus, Tokyo, Japan) at ×20 magnification. Remnant adhesive on the enamel surface was recorded by one researcher blinded to the study groups [Figure 4]. According to the adhesive remnant index, the fractures were coded and ranked from 0 to 3, based on the amount of adhesive remaining on the bracket removal.²

Statistical Analysis
All statistical analysis was performed using SPSS 17.0 (SPSS Inc., Chicago, Ill, USA). Descriptive statistics were calculated. Due to normal distributions, means were analyzed by two-way analysis of variance and the Tukey highly significant difference test to evaluate differences. For adhesive remnants, Chi-square analysis was performed. For the \( P < 0.05 \) was considered significant.

Results
All groups generally showed statistically significant differences in TBS score \( (P < 0.05) \) for each composite and wire [Table 2]. Further, for the interaction of composites and wires, there were no statistically significant differences in TBS. For each group, the highest average TBS score \( (P < 0.05) \) was obtained from a Transbond LR + Remalloy LR combination, whereas the lowest score was seen in the Light Cure Retainer + Ribbond group. Generally, retainer wires used with Transbond LR gave higher results than Light Bond groups. When compared wires, Remalloy revealed higher strength values than the others. The main failure type was the fracture of the composite bond at the wire-composite interface, a mixed failure. There was no significant difference between the groups [Table 3].

Discussion
In the current study, none of the retainers on the specimens failed during thermocycling and loadcycling. This result is attributable to specimen properties, especially only two units were included. Two teeth formed a short retainer
complex when compared with that used in the clinic. However, loadcycling could not be performed 4 or 6 units because of the experimental design. Cooke and Sheriff[14] used two units in their similar study. LRs are subjected to different stresses because of mastication, intraoral habits, and occlusion.[15-17] These types of loading forces trigger fatigue and can cause sectional or total failure of some components of the retainer. These forces seem to be below the maximum debonding forces in an in vitro research, although they can have devastating effects when rare but sudden high magnitude impacts occur. Hence, the fatigue tests we used in the current research are expected to explain the durability better than static tests.[15,18]

In this study, the specimens were loaded for 50,000 cycles under 50 N, representing the ideal occlusal forces during mastication and swallowing. Fifty thousand cycles at 50 N simulates 3 months of oral masticatory stresses. The durability of the bond between teeth and bonding resin in clinical use should be evaluated. The 10,000 thermocycles correspond to approximately 12 months under humidity and temperature changes. Thermocycling is used to determine whether temperature variations might influence the bond strength of LRs. According to De Munck et al.,[22] decrease in the bond strength might be caused by hydrolytic degradation of the interface components. Most retainer failures have been observed within the first 12 months. Hence, it is important to study changes of aged LRs since the incisors are more susceptible to relapse after orthodontic treatment.[23]

The type of composites and bonding agents is an important factor in the failure mechanism of LRs. In the current study, Transbond LR and the Light Bond Retainer system were used. Because a variety of composites and bonding agents is used for LRs, it is very hard to make comparisons. In this study, both composites were light cured composites, and the Transbond LR had higher bond strength values when compared to the Light Bond Retainer composite. However, it has been reported that chemically cured adhesives have had higher survival rates than the others.[12,24] Ramoglu et al.[27] stated that Transbond LR is the ideal resin for LRs in their bond strength study.

In the current study, Remalloy (0.032-inch plain wire) had the highest TBS value. Similarly, Artun et al.[6] compared failure rates of 0.032-inch plain wire, 0.032-inch spiral wire, and 0.0205-inch spiral wire and concluded that thick wires had lower failure rates than thin wires. In addition, Bearn et al. stated that larger diameter wires with greater surface area require a greater force to pull the wire.[10] Zachrisson[28] reported that wire fractures decrease as wire diameter increases. However, apart from these results, retainer wires must still be flexible enough to allow physiologic tooth movement. Thus, periodontal health can be maintained while stress decreases within the retainer and composite.[29] Uner et al.[30] studied the differences between Hawley appliance and LRs, stated there was no difference in periodontal effects of these two types. The Penta-One group had less deformation than the Ribbond group. This result in the Penta-One group was able to cause more force transfer to the periodontium than the Ribbond group, which would aid periodontal health. Moreover, easily deformed wires can be deformed by mastication forces or flossing the area beneath the retainer wires.

When applying the results of this study to clinical applications, care must be taken, because this was an in vitro study. The intraoral environment is affected by multiple factors such as diet, oral habits, and saliva. This study was performed under well-controlled circumstances in vitro. Although every stage in the current study was highly similar to intraoral conditions, it would be inappropriate to expect the same results in vivo. Beam[7] stated that composite abrasion and detachment between the wire and composite were the main causes of retainer failure. According to a similar study conducted by Artun and Urbye,[9] failures mostly occur between the wire and resin. In the current study, the main failure was found between the wire and the resin.

The enamel age, lingual morphology, and sizes of the teeth affect the forces exerted at the bonding interfaces. The current study was limited by the usage of human lower incisors. We included teeth with various morphologies and donor ages to more greatly imitate in vivo conditions, as performed by Baysal et al.[29] A large range of retainer wires and composites are available so that different combinations could be used and the number of specimens could be increased.

Conclusions

Within the limitations of this study, it can be concluded that retainer wire selection is more important than composite selection. However, due to significant differences among

Table 3: Mean adhesive remnant index scores of the groups

<table>
<thead>
<tr>
<th>Group</th>
<th>Mean of remnant index</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>1.8</td>
</tr>
<tr>
<td>2</td>
<td>2.2</td>
</tr>
<tr>
<td>3</td>
<td>1.8</td>
</tr>
<tr>
<td>4</td>
<td>2</td>
</tr>
<tr>
<td>5</td>
<td>2.2</td>
</tr>
<tr>
<td>6</td>
<td>2</td>
</tr>
</tbody>
</table>
groups, wire and composite usage should be determined according to the bond strength needs of each case.

Financial Support and Sponsorship
Nil.

Conflicts of Interest
There are no conflicts of interest.

References